In this paper, an estimation scheme for imaging in Atomic Force Microscopy (AFM) is presented which yields imaging rates well beyond the bandwidth of the vertical positioner and allows for high-speed AFM on a typical commercial instrument. The estimator can be applied to existing instruments with little to no hardware modification other than that needed to sample the cantilever signal. Experiments on a calibration sample as well as lambda DNA are performed to illustrate the effectiveness of this method. These show a greater than an order-of-magnitude improvement in the imaging rate. In atomic force microscopy (AFM), 1 a controller is used to tightly regulate the tip-sample interaction. Topological information is typically derived from the corresponding motion of the vertical (z) actuator. 2 As a result, the rate of taking a single measurement is limited by the bandwidth of the z-piezo loop and a high overall frame rate comes at a cost in terms of the scanning size and the resolution. 3 Advanced hardware and specialized controller designs have been developed and integrated in a variety of commercial and research AFMs [4] [5] [6] to create high-speed AFM (HS-AFM) instruments that approach video-rate imaging.
Algorithmic approaches to HS-AFM seek to work with existing hardware and improve imaging rates by alternative approaches to selecting and acquiring measurements or through signal processing techniques to extract more information from poor signals. Because they require little to no hardware modification, they can be applied to existing AFMs to improve imaging rates as well as to HS-AFM instruments for even further gains. One example is our previous work for high-speed imaging of biopolymers and other string-like samples. 7 In this local raster scan, imaging time is reduced by using feedback to focus the measurements in the region of interest, namely, close to the biopolymer. Its effectiveness is due in part to the structure of the sample, and the approach is therefore limited to string-like samples. To allow for more general samples, in this work we present a fast estimation scheme that determines the sample profile at rates independent of the z-actuator loop. As a result, high-speed imaging can be achieved by integrating this signal with the conventional raster motion executed by any commercial AFM. It is also compatible with novel scanning trajectories, such as spiral scanning, 8 cycloids, 9 Lissajous figures, 10 and our local raster scan. 7 Driven by the requirements of imaging soft samples, we focus on intermittent (tapping) mode AFM.
There are a few existing estimation-based approaches to AFM imaging. One relies on building an advanced controller based on robust control theory for the z-piezo.
11 By taking advantage of the structure of the controller, a signal was derived with a transfer function of 1 to the sample profile, implying an infinite bandwidth in the estimator. It is, however, only applicable to a particular instrument and relies on the specific controller. Given the fact that most commercial AFMs are equipped with a PI controller, 2 this method requires significant modification to the operation of the instrument.
Our approach is perhaps most closely related to transient-mode AFM (TM-AFM). 12 Based on signal processing techniques, TM-AFM does not require hardware modifications to the AFM other than possibly access to the unfiltered cantilever signal. This method uses an observer of the cantilever dynamics together with the assumption that at high scan rates, the transition of the tip from substrate to sample can be approximated as an abrupt input to the cantilever system. As a result, the rising edges of the sample are able to be detected by the mismatch of the initial condition between the system output and the observer estimate. While offering high-speed edge detection, it does not produce a sample profile estimate.
Inspired by TM-AFM, our method begins with an observer of the cantilever and then builds an estimator of the sample profile under the assumption that the AFM is operated at a sufficiently high-speed. 13 The bandwidth of the sample profile estimator is not limited by the z-piezo loop (typically on the order of single to the low tens of kHz 2 ) but rather by the resonance of the cantilever (typically on the order of tens of kHz to MHz) and by the lateral scanning speed. The overall imaging rate can be improved at least an order of magnitude depending upon the probes used as well as the x-y stages.
To develop the estimator, the cantilever system in tapping mode is modeled as a damped spring system driven to oscillate near its resonance. As a result, the cantilever system can be written as
where a 1 and a 2 are system coefficients that can be computed by the resonance and the quality factor of the cantilever, u(t) is the sinusoidal driving input, n 1 ðtÞ is the input noise, u 2 ðtÞ is the input due to the sample surface change, and n T ðtÞ is the thermal noise. Define (2b) where F, G, and H are the state matrix, the input matrix, and the output matrix, respectively, in discrete time,
is the measurement noise with E½vðkÞ ¼ 0 and E½vðkÞv T ðkÞ ¼ R, and w 2 ðkÞ is due to the change in the sample profile. This last term is viewed as deterministic but unknown. Note that the noise parameters Q 1 and R can be experimentally measured. A Kalman filter for Eq. (2) is given bŷ
xðkjkÞ ¼xðkjk À 1Þ þ KcðkÞ;
where K is the steady-state Kalman observer gain and cðkÞ ¼ yðkÞ À Hxðkjk À 1Þ is the measurement residual, also known as the innovation process.
As the cantilever is scanned over the sample surface, the changes in the sample profile enter the model through the (unknown) input w 2 . Since the filter Eq. (3) does not account for this term, the innovation process contains the information about this disturbance. This concept was first introduced in Ref. 12 , where the rising edge of w 2 ðkÞ was modeled as an abrupt input to the system under the condition that the AFM is operated at high speed. The method was shown to be effective in detecting the rising edges of a sample with a bandwidth approximately one-fourth of the resonance of the cantilever.
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To extract information beyond sample edges from w 2 , we develop its relationship to the sample profile. Consider, then the Kalman filter in Eq. (3). Through some manipulation the measurement residual can be shown to be
Taking the second-order expectation of both sides of Eq. (4) yields
Here, P(k À 1) is the covariance of the estimate of the state. The value of E½cðkÞc T ðkÞ can be estimated using the Mean Square Error (MSE) over a finite window with a size M as follows:
The next step is to replace the covariance matrix P in Eq. (5) in terms of the second-order statistic of cðkÞ. To do this, a straightforward derivation leads to KH½xðkÞ ÀxðkjkÞ ¼ ðI À KHÞKcðkÞ:
Taking
Using these results to invert Eq. (5) leads to an estimate of w 2 given bŷ
where we have used the fact that H ¼ ½1 0 T and expressed the system and steady-state Kalman gain matrices as
The entries of F are determined by the (experimentally determined) parameters of the cantilever and those of K by the parameters and the noise matrices Q 1 and R. As discussed above, w 2 ðkÞ is the unknown disturbance driven by the tip-sample interaction due to the surface changes. The goal of the z-piezo controller is to compensate for this disturbance. As a result, the information content in w 2 ðkÞ depends in part on the scanning speed. Let x B denote the bandwidth of the z-piezo controller. The signal w 2 ðkÞ can be written (approximately) as w 2 ðkÞ ¼ hðsðkÞÞ À C x B ½rðkÞ À DðyðkÞÞ;
where s(k) is arclength, hðÁÞ is the function capturing the tipsample interaction due to changes in the sample profile and the vertical position of the cantilever, r(k) is the reference input, DðÁÞ is the demodulation operator that determines the cantilever oscillation amplitude from the measurement y, and C x B ½Á is an operator capturing the z-piezo motion with a bandwidth of x B . If the scanning speed is slow enough such that the rate of individual measurements is well below x B , then the actuator closely tracks the changes in the surface. In this case, w 2 ðkÞ is the tracking error. At slow speeds, then E½ŵ 2 ð1Þ ¼ 0 and
At low scan speeds (relative to x B ), the Kalman filter is essentially in steady state, leading to c var½cðkÞ ' c var½cðk À 1Þ:
Using these results in Eq. (6) yieldŝ
Since at low scan speeds, c var½cðkÞ $ V , Eq. (8) implies that w 2 is close to zero and contains very little useful information. As expected, then, at low speeds, sample profile estimation should be done using standard techniques based on the actuator output.
Consider now moderate scanning speeds close to (but less than) the bandwidth x B . As at slow speeds, w 2 ðkÞ represents the tracking error but with a relatively longer transient process after a change in the sample profile. At both low and moderate speeds, then, the estimateŵ 2 ðkÞ behaves similarly to the amplitude signal in tapping mode.
If the AFM is operated well beyond x B , then the controller has no time to respond to changes in the sample profile. At such rates, we have that in Eq. (7), C x B ½rðkÞ À DðyðkÞÞ ' 0. As a result,ŵ 2 ðkÞ ' hðsðkÞÞ, and thus, the signal represents the sample profile. It should be noted, however, that the lack of response of the z-piezos implies that the tip-sample interaction force is no longer finely controlled. This is discussed further in the experimental results below.
To illustrate the performance of the estimator of the sample profile, we applied it on an Agilent 5500 equipped with a MAC III module and operated in its Acoustic AC (AAC) mode (a form of tapping mode). The manufacturer's specifications give the bandwidth of the open-loop piezoelectric actuators in all directions to be in the range of 5 kHz-10 kHz, with closed-loop to be around 1 kHz. In these experiments, an Agilent MAC II Lever probe with a resonance of 75.8 kHz was used. The data acquisition and the implementation of the observer and the calculation of w 2 were done using a compact Reconfigurable Input-Output (cRIO) system (cRIO 9082, National Instruments). This system includes an embedded 1.33 GHz real-time processor and an LX150 FPGA from the Xilinx Spartan-6 family. The cRIO was outfitted with a 1Ms/s high-speed analog-digital converter (ADC) (NI 9215, National Instruments) for sampling the cantilever position, cantilever drive and the cantilever amplitude (deflection), a 100 Ks/s ADC (NI 9223, National Instruments) for sampling the z-controller output for the height information of the sample and a 100 Ks/s digital-to-analog converter (DAC). The software was written in LABVIEW 12.0 (National Instruments).
In the first experiment, a linear grating (TGZ01, MikroMash) with a feature height of 20 nm and a pitch width of 3.3 lm was imaged. A regular raster scan was performed first with a scan range of 20 lm, a line rate of 1 Hz, and a pixel number of 512. The resulting image, shown in Fig.  1(a) , took 8.5 min to acquire. The tip speed was then pushed to the limit of the instrument by setting the line rate to 24.41 Hz and the scan range to 90 lm. To avoid nonlinearities such as sample tilt and bowing due to the large scan range as well as to ensure good tip-sample interaction, only the center 20 lm of data was used. The total scan time was only 21 s. From this data, two images with pixel numbers of 512 were generated, one from the w 2 signal (Fig. 1(b) ) and the other from the height signal measured from the instrument ( Fig. 1(c) ). As expected, at this fast rate and with this large scan range, the z-controller performed quite poorly and the corresponding height image contains little useful information. The w 2 signal clearly shows the main features of the sample.
The second experiment was on lambda DNA. The DNA was diluted in purified water to a concentration of 40 lg/ml. A quantity of 30 ll was deposited on a freshly cleaved mica substrate (9.9 mm, PELCO Mica Discs), incubated for 5 min to allow the DNA to adhere to the substrate and then flushed using a volume of 1 ml purified water to rinse off any unbound samples. It was then dried in air for 24 h.
A standard raster-scan image of the DNA was taken first, with a line rate of 1 Hz, a scan range of 3 lm, and a pixel number of 512. The resulting image, acquired in 8.5 min, is shown in Fig. 2(a) . The scan rate was then increased to 24.41 Hz in the same fashion as with the linear grating. Theŵ 2 and height images are shown in Figs. 2(b) and 2(c), respectively. These images were acquired in 21 s. Since the scan range was smaller than used with the grating, the tip speed was much slower and the height image contains significant information. It is degraded, however, by artifacts such as parachuting, loss of height information, and other dynamic effects that do not show up in theŵ 2 signal.
To calibrate theŵ 2 signal in Fig. 2 , the linear grating results were used since they had a known height of 20 nm. This is essentially the same calibration procedure used in standard AFM topology imaging, though no flatting process is needed. The height of the DNA from theŵ 2 image in Fig.  2 (b) corresponds well with that of the original raster scan in Fig. 2(a) .
The high line rate, relative to the bandwidths of the scanning stage as z-actuation, resulted in vibrations that are clearly apparent in Figs. 2(b) and 2(c) . These vibrations, however, did not affect the imaged features of the DNA. We note that vibrations due to the scanning rate also appear in the high-speed scan of the grating in Fig. 1 , but it is small relative to the magnitude of the signal. These results illustrate that the limiting element is the lateral scan rate; the use of advanced stages 14 would allow for line rates on the order of a kHz and the corresponding 50-fold or better increase in frame rate.
As noted above, however, operating the AFM beyond the bandwidth of the z-actuator implies that the tip-sample interaction is no longer controlled. High-speed scanning, therefore, risks applying high vertical forces to the sample. (Since imaging is being performed in tapping mode with cantilever dither frequencies in the tens of kHz to MHz range, shear forces should remain small.) This issue also arises in high-speed contact-mode AFM. Experiments in imaging collagen at frames rates in excess of 1000 frames per second, however, have been performed without damage to the sample. 15 To demonstrate on the DNA sample that repeated imaging is possible at rates beyond the bandwidth of the z-controller, the sample shown in Fig. 2 was imaged using a standard raster scan after the high-speed scan was complete. The resulting image, shown in Fig. 3 , shows no evidence of damage from the scanning process.
